
DOI: 10.1126/scitranslmed.3006296
, 213ra166 (2013);5 Sci Transl Med

 et al.Jeonghee Kim
Spinal Cord Injury
The Tongue Enables Computer and Wheelchair Control for People with

 
Editor's Summary

 
 
 

wheelchairs more quickly but just as accurately as when using traditional assistive technologies.
inherent human tongue abilities enabled individuals with severe motor impairments to access computers and drive 
tetraplegia were based on widely accepted measures of speed and accuracy. A combination of TDS flexibility and
keypad for the able-bodied groups and a sip-and-puff device (a traditional assistive technology) for those with 
tongue barbell. Participants used the TDS during five to six testing sessions. Comparisons between the TDS and the
injury. Two groups of able-bodied participants and a group of patients with spinal cord injury received a magnetic 

 report on a new study of TDS efficacy in patients with severe spinal cordet al.using voluntary tongue motion. Kim 
wearable assistive technology that allows individuals with severe motor impairments to access their environments
cord injury, to access computers and to drive wheelchairs. The Tongue Drive System (TDS) is a wireless and 

Voluntary tongue motion may help people with limited upper limb mobility, such as those with high-level spinal

Tying the Tongue to Motor Control

 http://stm.sciencemag.org/content/5/213/213ra166.full.html
can be found at: 

 and other services, including high-resolution figures,A complete electronic version of this article

http://stm.sciencemag.org/content/suppl/2013/11/25/5.213.213ra166.DC1.html 
can be found in the online version of this article at: Supplementary Material 

 http://www.sciencemag.org/about/permissions.dtl
 in whole or in part can be found at: article

permission to reproduce this of this article or about obtaining reprintsInformation about obtaining 

 is a registered trademark of AAAS. Science Translational Medicinerights reserved. The title 
NW, Washington, DC 20005. Copyright 2013 by the American Association for the Advancement of Science; all
last week in December, by the American Association for the Advancement of Science, 1200 New York Avenue 

 (print ISSN 1946-6234; online ISSN 1946-6242) is published weekly, except theScience Translational Medicine

 o
n 

Ja
nu

ar
y 

27
, 2

01
4

st
m

.s
cie

nc
em

ag
.o

rg
Do

wn
lo

ad
ed

 fr
om

 
 o

n 
Ja

nu
ar

y 
27

, 2
01

4
st

m
.s

cie
nc

em
ag

.o
rg

Do
wn

lo
ad

ed
 fr

om
 

http://stm.sciencemag.org/content/5/213/213ra166.full.html
http://stm.sciencemag.org/content/5/213/213ra166.full.html
http://www.sciencemag.org/about/permissions.dtl
http://www.sciencemag.org/about/permissions.dtl
http://stm.sciencemag.org/
http://stm.sciencemag.org/
http://stm.sciencemag.org/
http://stm.sciencemag.org/


SP INAL CORD IN JURY

The Tongue Enables Computer and Wheelchair Control
for People with Spinal Cord Injury
Jeonghee Kim,1 Hangue Park,1 Joy Bruce,2 Erica Sutton,2 Diane Rowles,3,4 Deborah Pucci,3

Jaimee Holbrook,5 Julia Minocha,5 Beatrice Nardone,5 Dennis West,5 Anne Laumann,3,5

Eliot Roth,3,4 Mike Jones,2 Emir Veledar,6 Maysam Ghovanloo1*

The Tongue Drive System (TDS) is a wireless and wearable assistive technology, designed to allow individuals
with severe motor impairments such as tetraplegia to access their environment using voluntary tongue motion.
Previous TDS trials used a magnetic tracer temporarily attached to the top surface of the tongue with tissue ad-
hesive. We investigated TDS efficacy for controlling a computer and driving a powered wheelchair in two groups of
able-bodied subjects and a group of volunteers with spinal cord injury (SCI) at C6 or above. All participants received
a magnetic tongue barbell and used the TDS for five to six consecutive sessions. The performance of the group was
compared for TDS versus keypad and TDS versus a sip-and-puff device (SnP) using accepted measures of speed and
accuracy. All performance measures improved over the course of the trial. The gap between keypad and TDS
performance narrowed for able-bodied subjects. Despite participants with SCI already having familiarity with the
SnP, their performance measures were up to three times better with the TDS than with the SnP and continued to
improve. TDS flexibility and the inherent characteristics of the human tongue enabled individuals with high-level
motor impairments to access computers and drive wheelchairs at speeds that were faster than traditional assistive
technologies but with comparable accuracy.

INTRODUCTION

About 1 in 50 individuals in the United States is living with some form
of paralysis of the upper or lower extremities (1). Leading causes of
paralysis include stroke (29%), spinal cord injury (SCI) (23%), multiple
sclerosis (17%), cerebral palsy (7%), post-polio syndrome (5%), and
traumatic brain injury (4%) (1). About 20% of these individuals are un-
der the age of 40 and need lifelong care by dedicated caregivers or fam-
ily members (1). According to several studies (2–6), although existing
assistive technologies have facilitated daily living and improved the in-
dependence of many individuals with paralysis (7), the extent and qual-
ity of the access provided is limited and far less than that of able-bodied
individuals. This is one of the main reasons for the estimated abandon-
ment rates of 8 to 75% for a variety of assistive technologies (5). These
assistive technologies are forsaken because of poor performance, poor
matching with user preferences, low reliability, device handling and main-
tenance difficulty, environmental barriers, poor customer support, and
changes in the user’s functional abilities (2). Because users have special
needs, it is imperative to develop practical and easy-to-use assistive tech-
nologies that provide broader functionality and coverage (6).

A number of assistive technologies such as brain computer inter-
faces (BCIs), electromyography (EMG) switches, eye trackers, head
pointers, voice recognition systems, sip-and-puff devices (SnP), sniff
control (8), and tooth-click controllers (9, 10) are currently available. Brain
signals at various distances from their neural origins are used for BCIs.
They provide environmental access for individuals with very limited

motor control (11). Electroencephalography (EEG)–based BCIs are
noninvasive and have enabled access to computers (12, 13) and powered
wheelchairs (14, 15). EEG signals, picked up on the scalp, are far from
neurons and have limited bandwidth, resulting in inherently slow re-
sponse times. Their weak amplitudes also make EEG-BCIs susceptible
to interference and motion artifacts (12). Electrocorticogram (ECoG)
signals are picked up by brain-surface electrodes. They have higher
amplitude and bandwidth than EEG signals. These electrodes may re-
main functional over long periods with relatively low risk of brain in-
jury. However, the necessary surgical procedure is invasive and has only
been approved for use in individuals who need electrodes for seizure
monitoring (16). Intracortical electrodes provide access to the richest
brain signals, namely, action potentials and local field potentials. How-
ever, they are even more invasive, causing neural tissue reaction in
areas damaged by electrode insertion. Therefore, despite successful dem-
onstrations, there is a serious concern about the biostability of this
approach (17).

EMG-based switches have also provided users with access to com-
puters (18, 19) and electric-powered wheelchairs (20, 21). They involve
electrodes attached to the face, which is neither comfortable nor aes-
thetically appealing. Eye trackers effectively use eye movements to
control mouse cursors on the computer screen (22, 23). Unfortunately,
they interfere with visual functions, require a camera mounted in front
of the user, and are susceptible to lighting conditions. Head pointers
require head and neck movement, which may be limited or cause fa-
tigue in weakened cervical and shoulder muscles (24–26). Voice recog-
nition systems are efficient for typing but are slow and nonintuitive for
controlling a computer mouse (27, 28) or a powered wheelchair (29);
they are also susceptible to ambient noise. Finally, the SnP, one of the
most popular assistive technologies for driving powered wheelchairs
because of its low cost and ease of use, offers only four commands. These
commands are issued by soft or hard sipping (inhaling) and puffing (ex-
haling) through a straw to activate a pneumatic switch or pressure sensor
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that controls the wheelchair movements forward, backward, left, and
right. However, it is slow and limited for computer access (30, 31). More-
over, the SnP straw and tubing require frequent cleaning, and it is of
limited use to people on mechanical ventilators or diaphragm pacing
systems.

The tongue has many inherent capabilities that, if appropriately
harnessed, can make it an attractive control modality for indivi-
duals with severe physical disabilities. The size of the motor cortex
dedicated to the tongue and mouth rivals that of the fingers and
hand, providing the tongue with sophisticated motor control and
manipulation capability, evident from its role in speech and inges-
tion (32). The tongue can move rapidly and accurately within the
oral space. Its motion is intuitive and, unlike EEG, does not require
thinking or concentration (33). The tongue is controlled by a cranial
nerve, which generally escapes damage in SCI and many neuromus-
cular diseases (32). Tongue muscle fibers are quite fatigue-resistant,
and a tongue-operated device may be used over a long period (34).
The position of the tongue is reflexively adjusted with changes in the
body position, and tongue-based devices may be easily operated in any
posture, including lying in bed (35). Noninvasive access to tongue mo-
tion is readily available. These features have resulted in the develop-
ment of tongue-operated assistive technologies (7, 36–40), including
the Tongue Drive System (TDS) (41).

TDS is a wireless, unobtrusive, and wearable assistive technology
that can identify the tongue position within certain user-defined lo-
cations in real time (42, 43) (Fig. 1A). TDS users can issue commands
simply by moving the tongue to one of the predefined positions, such
as touching a particular tooth with the tip. An array of magnetic sen-
sors, mounted bilaterally on a pair of headset attachments located near
the cheeks of the user (Fig. 1A), measures the magnetic field generated
by a small disc-shaped magnetic tracer (4.8 mm diameter × 1.5 mm
thick), which is attached to the tongue by tissue adhesive or by being
embedded in a tongue barbell (44). The sensor signals are transmitted
wirelessly to a smartphone or a PC (Fig. 1B) for processing by a sensor
signal processing algorithm, which determines the position of the
magnetic tracer with respect to the sensor array in real time, translat-
ing it to user-defined commands. With a PC/smartphone’s built-in
wired/wireless connectivity, other devices that are equipped with inter-
facing hardware in the environment may be controlled through an
interactive graphical user interface.

We have previously evaluated TDS performance in 14 able-bodied
individuals, using common measures adopted by the human-computer
interaction community to assess speed and accuracy (44–46). For the
present study, 21 participants with tetraplegia (SCI at level C6 or above)
were recruited through two rehabilitation facilities, Shepherd Center
in Atlanta and the Rehabilitation Institute of Chicago, to participate
in a similar set of experiments. Eleven participants with SCI completed
the trial, and their performance was compared with that of able-bodied
participants. A detailed description of the performance measures on
a subset of able-bodied participants was reported previously (44–46).
Here, the goal was to evaluate the usability of the TDS among its target
population in comparison with standard computer input devices (key-
board and mouse) as well as a popular assistive technology, the SnP
(Fig. 1C). All participants received custom-made titanium tongue bar-
bells with a magnetic tracer embedded in the upper ball (Fig. 1D,
inset). Able-bodied and tetraplegic participants completed PC access
and poweredwheelchair navigation sessions on a weekly basis tomea-
sure learning effects.

RESULTS

Computer access: Center-out tapping
Fitts’ law (45–48), which considers a combination of speed and ac-
curacy (see Materials and Methods), was applied to a center-out tap-
ping task. Subjects moved the mouse cursor from the center of the
screen to select a set of randomly appearing round targets as quickly
and accurately as possible. Able-bodied subjects used a mouse, a key-
pad, and the TDS, whereas those with tetraplegia used either the TDS
or the SnP (Fig. 1C). A mouse is the most commonly used computer
input device for cursor navigation and point-and-click tasks. All of
the able-bodied individuals were familiar with the use of a computer
mouse, and therefore, its use was measured only during the first ses-
sion. This was considered the gold standard for the other devices. The
results, including session-by-session statistical analysis, are summa-
rized in table S1.

The throughput of the able-bodied participants using a mouse was
3.66 ± 0.59 b/s (bits per second). This was 1.98 and 2.87 b/s (1.53 and
2.38 times) faster than conducting the same task with the keypad and
TDS, respectively. With increasing familiarity with the task using both
devices over the five sessions, throughput improved significantly
(keypad: P < 0.001, TDS: P < 0.001, Fig. 2A). Throughput using the
keypad increased until the fourth session (D1–2 = 0.38 b/s, P < 0.001,
D2–3 = 0.13 b/s, P = 0.007, and D3–4 = 0.14 b/s, P = 0.004) and reached
2.39 ± 0.66 b/s in the fifth session. The throughput using the TDS in

Fig. 1. TDS headset and experimental setup. (A) One of the authors wear-
ing the TDS headset that has four magnetic sensors, two on each side, held
near the cheeks. (B) System-level diagram of the TDS. The TDS headset col-
lects data from four magnetic sensors and transmits it to a receiver USB
dongle for PC or the iPhone-wheelchair interface for an electric-powered
wheelchair on the basis of the universal asynchronous receiver/transmitter
(UART) protocol (44). (C) Four control devices were used for this study: a
computer mouse, a keypad, the TDS, and the SnP device. (D) Test setup for
computer access, showing an able-bodied participant performing the
center-out tapping task. The subject wore a magnetic tongue barbell made
of titanium, which contained a small disk-shaped magnetic tracer (4.8 mm
diameter × 1.5 mm thick).
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the first session was about half that of the keypad, but it increased sig-
nificantly from the first to the third session (D1–2 = 0.30 b/s, P < 0.001
and D2–3 = 0.19 b/s, P = 0.001) because of increased familiarity with
the device. It did not saturate, but continued to increase at a steep rate up
to the fifth session (D4–5 = 0.09 b/s, P = 0.011), reaching 1.42 ± 0.47 b/s.

Instead of using a keypad and the TDS, participants with tetraplegia
used a SnP device and the TDS to complete the center-out tapping task.
Figure 2A shows that participants with tetraplegia achieved 0.29 ± 0.21 b/s
of throughput using the TDS during the first session, and this became
faster over six sessions to reach 0.72 ± 0.41 b/s. The steepest learning curve
occurred between the first and second sessions (D1–2 = 0.18 b/s, P = 0.010).
The throughput with the SnP device was 0.29 ± 0.19 b/s during the first
session, similar to that using the TDS. It became faster from the first to the
second session (D1–2 = 0.09 b/s, P = 0.010). It was saturated by the fourth
session, effectively remaining at 0.50 ± 0.19 b/s during the sixth session,
0.22 b/s slower than the TDS.

The mouse error rate was 3.86 ± 4.77%, one third of the error rate
for the keypad and one tenth of that for the TDS during the first session
(Fig. 2B). The error rate in selecting targets using the TDS was persistently
higher than when using the keypad, but largely decreased over five ses-
sions (keypad: P < 0.001, TDS: P < 0.001, Fig. 2B). The error rate re-
duction was less for the keypad than for the TDS (F = 24.85, P < 0.001).
Participants with tetraplegia had an error rate of 64.68 ± 25.25% and
46.40 ± 27.38% using the TDS and SnP devices, respectively, during the
first session (Fig. 2B). The error rates lessened over six sessions, reach-
ing 41.48 ± 26.04% with the TDS and 19.51 ± 15.21% with the SnP.
The learning patterns for TDS and SnP were not statistically different
(F = 0.222, P = 0.953), and a comparison of the learning effect using
the TDS between the non-SCI and SCI participants showed a similar
pattern (F = 0.215, P = 0.646) over five sessions.

Movement time is defined as the elapsed time between the initia-
tion and termination of the cursor movement in each trial, excluding
the target selection time (Fig. 2C). Using the mouse, able-bodied par-
ticipants were able to select targets within 0.71 ± 0.09 s. It took 1.29 ±
0.27 s using the keypad during the first session (Fig. 2C), but this time
significantly shortened between the first and second sessions (D1–2 =

0.16 s, P < 0.001) and from the third to the fourth session (D3–4 = 0.03 s,
P = 0.028). Using the TDS, the cursor movement took 2.07 ± 0.83 s
in the first session, and dropped from the first to the second and third
sessions (D1–2 = 0.32 s, P < 0.001, and D2–3 = 0.18 s, P = 0.001). The
learning pattern of the TDS movement time was different from that of
the keypad (F = 15.415, P < 0.001), yet both were improved over five
sessions (keypad: P < 0.001, TDS: P < 0.001). It took participants with
SCI 4.00 ± 1.41 s and 4.48 ± 1.08 s to reach targets with the TDS and
SnP during the first session, respectively (Fig. 2C). These times were sig-
nificantly reduced over the six sessions (TDS: D1–6 = 1.25 s, P < 0.001,
and SnP: D1–6 = 0.69 s, P < 0.001) but still remained higher than those
of the able-bodied group.

The regression models for Fitts’ law (47, 48) with the movement
time versus index of difficulty (ID) are introduced in Eq. 3 in Materials
and Methods, and their empirical models are illustrated in fig. S1. The
estimated parameter set of intercept and slope (a, b) for the able-bodied
participants using the mouse in the first session was (0.40, 0.13) [which
was similar to the results reported in (10)]. In the fifth session, the par-
ticipants’ performances using keypad and TDS fit in the regression
models with (a, b) = (–0.28, 0.56) and (0.49, 0.52), respectively (fig.
S1A). These parameters show that the mouse, the reference device,
was the most efficient device with the smallest (a, b) as expected (48).
The (a, b) set for participants with tetraplegia using TDS and SnP in the
sixth session were (2.10, 0.59) and (2.18, 0.89), respectively (fig. S1B).
Although the intercept parameter, a, which indicates the pure reaction
time without movement to a target, was larger for tetraplegic partic-
ipants using TDS, their throughputs were very close to those of the able-
bodied participants and 1.5 times higher than those obtained using the
SnP device.

Computer access: Information transfer rate
The information transfer rate (ITR) quantifies how quickly and ac-
curately a command is issued following a visual or auditory cue. It is a
widely used measure to evaluate and compare BCIs (13, 49). The per-
centage of correctly completed commands (CCC%), the number of com-
mands that are simultaneously available to the user (N), and the time

Fig. 2. The center-out tapping task for able-bodied versus tetraplegic
participants. The center-out tapping task measures a combination of speed
and accuracy by asking the subject to move the cursor from the center of the
screen and then select a randomly appearing target by clicking as close to its
center as possible using a keypad versus TDS or a TDS versus SnP for able-
bodied and tetraplegic participants, respectively. (A) Average throughput,
whichmeasures the information delivered to the computer through the input
device, is defined as the ratio of the index of difficulty of targets and the

movement time to reach them in terms of bits per second. (B) Error rate (%)
is the ratio of the number of targets that were clicked outside of their bound-
aries and the total number of targets. (C) Movement time is defined as the
elapsed time between the initiation and termination of the cursor movement
for the center-out tapping task. Able-bodied (A) and tetraplegic (T) participants
completed five and six sessions, respectively. Error bars represent ±SEM. *P <
0.05, repeated-measures analysis of variance (ANOVA) and least significant
difference pairwise comparisons for session-by-session effects.
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interval (T) within which a command needs to be issued are used to cal-
culate the ITR in bits per minute. Here, there were six commands avail-
able for the TDS and four commands for the SnP. The time intervals for
the TDS were 1.0, 0.7, and 0.5 s, and for the SnP were 1.2, 1.0, and 0.7 s.
Most participants with SCI could not operate the SnP at 0.5-s intervals.
Figure 3 compares the results for 9 of 23 able-bodied subjects using
TDS with those of 11 participants with SCI using TDS and SnP. The
results, including session-by-session statistical analysis, are summa-
rized in table S1.

Able-bodied participants achieved CCC% = 93.5 ± 6.47% during
the first session for the longest period (T = 1.0 s), which dropped for
shorter T ’s, as expected (T = 0.7 s: 93.2 ± 6.5%, T = 0.5 s: 91.2 ± 8.9%).
This measure increased over time (T = 1.0 s: P = 0.003; T = 0.7 s: P =
0.001; T = 0.5 s: P = 0.046) and reached T = 1.0 s: 96.9 ± 4.6%, T = 0.7 s:
96.9 ± 4.6%, and T = 0.5 s: 96.9 ± 4.6% during the fifth session (Fig.
3A). The greatest increase occurred between the first and second ses-
sions (T = 1.0 s: P = 0.002, T = 0.7 s: P = 0.006, T = 0.5 s: P = 0.021).
These rates correspond to an ITR of 249.0 ± 58.1 bits/min during the first
session and 283.1 ± 37.5 bits/min in the last session, both achieved at
T = 0.5 s (Fig. 3D).

For those with SCI, the first session resulted in an average TDS
CCC% = 75.1 ± 11.0% during the longest time (T = 1.0 s) (Fig. 3B).
This increased significantly over subsequent sessions (P < 0.001). The
other times showed similar or lower CCC% (T = 0.7 s: 77.2 ± 10.0%, T =
0.5 s: 69.7 ± 12.5%) during the first session. By the sixth session, CCC%
had increased across all times (93.0 ± 7.3% with T = 1.0 s; 89.6 ± 11.5%
with T = 0.7 s; and 78.3 ± 14.0% with T = 0.5 s). The highest ITR during
the first session was 121.7 ± 51.0 bits/min when T = 0.5 s. It increased
significantly over all subsequent sessions for each time (T = 1.0 s: P <

0.001; T = 0.7 s: P < 0.001; T = 0.5 s: P =
0.001), reaching 171.6 ± 77.8 bits/min in
the last session (Fig. 3E).

A comparison of the ITR results be-
tween TDS and SnP (Fig. 3, E and F) is
interesting because 7 of 11 participants
with SCI were already using the SnP daily
to control their powered wheelchairs. In
the first session, CCC% = 59.2 ± 23.3%
was recorded at T = 1.2 s and dropped
during shorter periods to 38.9 ± 28.1% at
T = 0.7 s (Fig. 3C). The results rose over
time with a significant increase between the
second and third sessions for T = 1.2 s
(P = 0.006) and T = 1.0 s (P = 0.004). The
ITR, 27.3 ± 24.4 bits/min with T = 1.2 s
during the first session, increased over six
sessions, reaching 56.4 ± 50.1 bits/min at
T = 1.0 s. This was less than a third of that
of the same group of individuals using the
TDS (Fig. 3F). Thus, the TDS may offer
greater bandwidth for control purposes
compared to the SnP.

Computer access: Maze navigation
The maze navigation task involved two-
dimensional cursor movement on a com-
puter screen over a path with a randomly
selected pattern consisting of horizontal

and vertical segments that became gradually narrower from start to finish
(43). Speed and accuracy were measured by completion time and the
total area traversed outside of the path [measured by sum of deviations
(SoD)], respectively. The actual cursor movements for one of the partici-
pants with SCI using TDS are shown with a blue trace over the yellow
path in Fig. 4A (first session) and Fig. 4B (sixth session). The results and
statistical analysis are summarized in table S2.

Figure 4C shows the average completion time for the able-bodied
participants from the first session at 19.2 ± 1.2 s and 24.6 ± 8.7 s to the
fifth session at 13.0 ± 2.4 s and 13.6 ± 3.1 s, using keypad and TDS,
respectively. The learning trends showed significant shortening of the
completion times, particularly for TDS (P < 0.001). The 5.40-s differ-
ence in the first session was eliminated by session 5. In terms of accu-
racy (Fig. 4D), the participants did significantly better with the keypad
(SoD = 2.72 ± 4.17) compared to TDS (SoD = 17.42 ± 16.64) during the
first session. However, maze navigation skills improved more rapidly
with the TDS than the keypad, ending at 3.03 ± 3.03 versus 0.78 ±
1.20 in the fifth session, respectively (P < 0.001). The most significant
reduction occurred between the first and second sessions (D1–2 = 10.89,
P < 0.001). Ten of 23 able-bodied subjects were able to complete this
task with TDS at the same level of accuracy as the keypad.

During the first session, participants with SCI completed the maze
navigation task with the TDS in 30.1 ± 9.2 s versus 49.6 ± 27.0 s with the
SnP. The completion time consistently declined using the TDS, eventu-
ally reaching 17.76 ± 4.64 s during the sixth session (D1–2 = 4.31 s, P1–2 =
0.023 and D2–3 = 2.96 s, P2–3 = 0.038). With the SnP, the completion time
dropped significantly from the first to the second session (D1–2 = 1.8 s,
P = 0.006); it was saturated from the fourth session, remaining at
31.7 ± 9.7 s during the last session. SoD = 29.47 ± 18.07 using the

Fig. 3. ITR for able-bodied versus tetraplegic participants. Shown are CCC% and ITR, which quantifies
how quickly and accurately a command is issued within a given period. (A) CCC% and (D) ITR for 9 of 23
able-bodied participants using TDS. (B) CCC% and (E) ITR for participants with tetraplegia using TDS.
(C) CCC% and (F) ITR for subjects with tetraplegia using SnP. Error bars represent ±SEM. *P < 0.05,
repeated-measures ANOVA and least significant difference pairwise comparisons for session-by-
session effects.
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TDS during the first session and was less than that using the SnP (SoD =
27.49 ± 19.93). Performance with both devices improved over time (P <
0.001); however, participants with SCI did better with the TDS in the
sixth session (SoD = 8.68 ± 5.71) compared to SnP (SoD = 10.87 ± 8.76).

Wheelchair access: Driving a powered wheelchair
Individuals with tetraplegia depend on electric-powered wheelchairs
to move around, and it is imperative for a universal assistive technol-
ogy to provide smooth and safe driving of powered wheelchairs (50).
The experimental setup for driving electric-powered wheelchairs is shown
in fig. S3, A to C. The powered wheelchair control strategy was set to the
latched mode, which is commonly used by individuals with SCI. The
50-m-long obstacle course included 13 turns and 24 obstacles, requir-
ing the demonstration of navigational skills such as making a U turn,
backing up, and negotiating a loop. The results and statistical analysis
are summarized in table S2.

Able-bodied individuals rode through the obstacle course using the
TDS in 260.7 ± 10.4 s during the first session. By the fifth session, the
average completion time had shortened to 207.7 ± 8.2 s (P < 0.001,
Fig. 5A). This performance showed the greatest change between the
first and second sessions (D1–2 = 39.6 s, P < 0.001). The number of navi-
gation errors (sum of the number of collisions and out-of-track incidents)
was 5.5 ± 5.1 during the first session, reaching a low of 2.1 ± 2.5 during
the fifth session, again with a significant reduction between the first and
second sessions (D1–2 = 0.94, P = 0.001).

On average, it took participants with tetraplegia 253.2 ± 60.9 s
and 179.9 ± 24.1 s to complete the obstacle course using the TDS during
the first and sixth sessions, respectively (P < 0.001, Fig. 5A). Over the
same period, the number of navigation errors dropped from 9.5 ± 6.6
to 1.7 ± 2.0 using the TDS (Fig. 5B). Before the study, 6 of 11 SCI par-
ticipants regularly used SnP for driving their powered wheelchairs. Their
initial completion times (239.6 ± 72.3 s) using this device were shorter
with fewer errors (4.5 ± 3.1) than those for the rest of the group. Overall,
performance with the SnP was saturated from the third session, eventu-
ally remaining at a completion time of 182.4 ± 22.3 s with 2.6 ± 2.2 er-
rors during the sixth session. However, comparing the navigation
performance of the SCI participants during the fifth and sixth sessions
showed they did better overall with the TDS than the SnP.

DISCUSSION

The TDS is an assistive technology that is designed to supplant upper
extremity function with tongue motion (43). The goal was for the TDS
to provide intuitive, efficient, and accurate computer access and control
of a powered wheelchair. These are two key enablers for people with
severe disabilities: potentially increasing independence in mobility and
access to computers, smartphones, and automated environment control
(for example, lights, television, room temperature, and doors). Able-
bodied participants were included in the experimental design as an

Fig. 4. Maze navigation task for able-bodied versus tetraplegic par-
ticipants. Shown are the results for the maze navigation task with keypad
and TDS for able-bodied participants versus TDS and SnP for tetraplegic
participants. (A) Maze navigation result of one of the individuals with tetra-
plegia in the first session. The yellow path is the maze, randomly selected
out of eight patterns; the blue lines indicate the actual cursor trajectory;
and the red-dashed area represents the SoD. (B) A result from the same
individual in the sixth session showing less deviation from the path than
observed in the first session. (C) Average completion time for maze navi-
gation from the start to the end. (D) Average SoDs from the yellow path per
1000 pixels2 (SoD). Error bars represent ±SEM. *P < 0.05, repeated-measures
ANOVA and least significant difference pairwise comparisons for session-by-
session effects.

Fig. 5. Powered wheelchair driving task for able-bodied versus
tetraplegic participants. Shown are the task results for TDS use by
able-bodied participants versus TDS and SnP use by tetraplegic partici-
pants. (A) Average completion time for an obstacle course from the start
to the end, including the time for the simulated emergency stops. (B)
Average number of navigation errors is the total number of collisions
and out-of-track incidents. (C) Average completion time for the powered
wheelchair driving task for tetraplegic participants using TDS or SnP compared
to tetraplegic participants who had used the SnP previously or who had not
(that is, had only used a joystick device with their personal wheelchair). (D)
Average number of navigation errors by participants with tetraplegia using
the TDS or SnP compared with the SnP and joystick users. Error bars repre-
sent ±SEM. *P < 0.05, repeated-measures ANOVA and least significant
difference pairwise comparisons for session-by-session effects.
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independent source of data as well as a control group for the target end-
user population. Here, all 23 able-bodied participants and the 11 par-
ticipants with tetraplegia completed the protocol and were able to use
the TDS after 30 min of training. There was a rapid learning curve for
every task, which, in most cases, was the steepest between the first and
second sessions with continued learning occurring during the last ses-
sion. The learning trends suggested that users’ performance with the
TDS would continue to improve with additional experience and con-
tinuous usage. The able-bodied individuals were recruited from a
young adult population who were familiar with the use of computers,
mice, and keyboards. However, they were naїve with respect to TDS.
This may explain the superior results using keypad versus TDS over
the 5-week period (Figs. 2 and 3). The subjects with tetraplegia were
generally older and not as familiar with computers, which may have in-
fluenced their computer access performance using the TDS.

In comparison to previous studies with a similar setup for center-
out tapping (table S3), the throughput of able-bodied participants using
a mouse was slightly higher than reported here (18, 53), but in the same
range considering the SD (3.66 ± 0.59). Keypad results (2.4 ± 0.6 b/s)
were better for able-bodied participants than when they used regular
video game controllers (51), and TDS throughput was considerably bet-
ter than using head orientation or EMG commands (18). Overall, par-
ticipants with tetraplegia performed better on powered wheelchair
driving tasks than able-bodied participants did, probably because of
their extensive previous experience with driving powered wheelchairs.
As expected, the able-bodied computer-savvy participants generally
did better with the computer access tasks, whereas individuals with tet-
raplegia performed better driving powered wheelchairs. These findings
highlight the influence of previous experience and familiarity with target
devices on task execution. Considering the upward learning curves for
most of the performance measures during these 5- or 6-week trials, it is
likely that the gap between the performances of these two cohorts would
narrow or even disappear after extended TDS usage.

A limitation of this study is that the target TDS end-user population
and able-bodied controls were not matched in terms of age and previous
experience with computers and powered wheelchairs. Therefore, differ-
ences in performance can be partially attributed to previous experience
rather than solely to the usability of the devices under test. Also, trials with
able-bodied participants were conducted ahead of those with disabilities
rather than simultaneously, but did use the same setup and research per-
sonnel. Other limitations include the heterogeneity of the SCI group,
which varied in the amount of time since the original SCI and also in
the neurological level of the injury. There are marked functional differ-
ences between individuals with cervical SCIs because each preserved seg-
ment of the spinal cord contributes additional motor and sensory capacity.
Severe SCI at the highest cervical levels results in the most loss of motor
and sensory functions, leading to themost profound functional limitations.
Time since injury translates into experience driving powered wheelchairs
and using assistive technologies. Additionally, previous experience of re-
searchers with the TDS as well as access to technical support was different
between the sites in Atlanta and Chicago. Researchers at Shepherd Center
in Atlanta had direct access to developers of the TDS, and some of them
had participated in previous TDS studies. Researchers at the Rehabilitation
Institute of Chicago had no previous experience with the TDS and only
remote access to the development team. Therefore, instructors’ experience
with the system may have influenced outcomes.

It is difficult to compare the results of the driving tasks using TDS
with those reported for other assistive technologies. There were sub-

stantial differences in the experimental setup, particularly in the com-
plex obstacle course and details of the tasks. To create a more realistic
environment, this study included simulated emergency stops initiated by
an alarm that sounded at random during each driving session. Moreover,
occasionally, the researcher activated a handheld emergency stop switch
when there was a risk of hitting a hard object, such as a wall or column.
These emergency stops were included in the completion time. Despite
these limitations, in the final sessions, the able-bodied participants drove
the powered wheelchair at an average speed of 15.9 m/min, whereas those
with tetraplegia achieved an average speed of 17.4 and 16.7 m/min with
the TDS and SnP, respectively.

Although six participants with tetraplegia were previous daily SnP
users, their control was better with the TDS than with the SnP by session
5. Overall performance also improved with the SnP in terms of comple-
tion time, but this improvement was mainly attributable to the five partic-
ipants who were regular joystick users (Fig. 5C). Dividing the participants
with tetraplegia into two groups, the experienced SnP users and those who
were new to the SnP (Fig. 5D) revealed that the TDS was easier to use
than SnP in terms of both speed and accuracy.

The TDS headsets used in this study and shown in Fig. 1A were
the experimental versions built around adjustable headgear. Hence,
they are not representative of the anticipated appearance of this assistive
technology when it will be offered to potential end-users. TDS electronics,
mechanical design, and appearance continue to evolve. The ergonomic
design of the latest TDS headset can be found in (52). Moreover, an in-
traoral version of the TDS (iTDS) is under development, with the first
prototype presented in (53).

A combination of TDS flexibility and inherent characteristics of the
human tongue enabled individuals with severe motor impairments to
access computers and drive wheelchairs at speeds that were faster than tra-
ditional assistive technologies such as SnP, but with comparable accuracy.

MATERIALS AND METHODS

The external TDS headset had four 3-axial magnetic sensors, two on
each side held near the wearer’s cheeks (Fig. 1A). Signals were sam-
pled at 50 Hz and sent wirelessly to a PC or smartphone by a control
unit on the top of the headset (Fig. 1A). During the course of the trial,
participants were all wearing magnetic tongue barbells. By touching
six user-defined positions in their mouths, subjects were able to change
the magnetic field around their mouths, which resulted in the asso-
ciated TDS commands being detected and executed by the computer
or smartphone.

To evaluate computer input devices and assistive technologies for
speed and accuracy, tasks based on Fitts’ law (for example, center-out
tapping) (movie S1) and ITR measurement (movie S2) were defined
and conducted by able-bodied participants using mouse, keypad, and
TDS, and by tetraplegic participants using SnP and TDS (Fig. 1C). The
maze navigation task (movie S3) was designed to compare the TDS ef-
ficiency in navigation with that of the other devices. Finally, a powered
wheelchair driving task was conducted on a custom-designed 50-m ob-
stacle course to verify the TDS efficacy in controlling a powered wheel-
chair in comparison with SnP (movie S4).

Tongue piercing and experimental schedule
Tongue piercings were conducted in medical facilities at two sites
(Shepherd Center in Atlanta and on Northwestern University Medical
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Campus in Chicago), the details of which are reported in (44). Before
tongue piercing, all individuals were screened using glued-on magnetic
tracers to ensure ability to use the TDS. The piercing procedure for the
participants with disability was similar to that for the able-bodied par-
ticipants, except that the recruited participants with SCI stayed in the
hospital for three nights to monitor for side effects, for example, tongue
swelling, and in case there was an emergency (54). Later, this stay was
reduced to one night. A long tongue barbell was initially inserted to al-
low for the anticipated tongue swelling. This was exchanged for a shorter
magnetic barbell, at the fourth week post-piercing visit. This barbell was
custom-made with an 8-mm × 3.5-mm ellipsoid-shaped titanium ball con-
taining a 4.8-mm-diameter and 1.5-mm-thick rare earth magnet (K&J
Magnetics) welded onto one end of a 12-gauge (2.05-mm) titanium post
with a length of 12 to 21 mm (Anatometal) (Fig. 1D, inset). A subset of
able-bodied participants, who already had tongue piercings, simply ex-
changed their existing tongue jewelry for a magnetic barbell at the
beginning of the first session, and kept it over the course of the trial.

After the exchange, able-bodied participants were scheduled for five
consecutive TDS trials with intervals ranging from 2 to 10 days. Each
testing session took about 2.5 hours, including TDS calibration, training,
computer access, and powered wheelchair navigation tasks. Participants
with tetraplegia needed more time for preparation. Thus, the testing ses-
sions were divided into computer access and powered wheelchair navi-
gation within a week, over 6 weeks.

Center-out tapping task based on Fitts’ law
Throughput was the main performance metric used to evaluate com-
puter access. It is a measure of information delivery to the computer
from the user via each input device. Throughput is defined as the ratio
between the targets’ index of difficulty (ID) and the movement time
(MT) to reach them (47, 48),

Throughput ¼ ID
MT

ð1Þ

We adopted the effective index of difficulty (IDe), defined on the
basis of Shannon’s formula in Eq. 2, to accommodate for spatial var-
iability observed in the responses (45, 47),

IDe ¼ log2
De

We
þ 1

! "
ð2Þ

Effective distance (De) represents the mean of actual distance along
the task axis, and effective width (We) is 4.133 × SD of x, which is the
distance between the location of the user’s selected position and the center
of the target (45–47). The MT and ID can also be estimated using a re-
gression model (48),

MT ¼ a þ bIDe ð3Þ

The regression models for the able-bodied and tetraplegic participants
using mouse, keypad, TDS, and SnP are summarized in fig. S1, A and B.

There were a total of 48 targets with three different widths,W = 30,
61, and 122 pixels (fig. S2A), which randomly appeared, one at a time,
along the cardinal and ordinal directions at three distances, D = 61, 122,
and 244 pixels, from the center of a 610 × 610–pixel screen on a 22-inch
LCD monitor, shown in Fig. 1D (45). The targets’ IDe’s are summarized
in table S4. Every trial was repeated three times after an initial practice

round. In each round, able-bodied and tetraplegic participants were asked
to move the cursor as fast and as close to the center of 48 of 48 and 16 of
48 targets, respectively. For mouse, keypad, and TDS, participants clicked
the left mouse button, pressed the selection key, and issued a selection
command. With the SnP, they dwelled on the target for 0.5 s to select
it because SnP only offers four directional commands.

ITR task
ITR is a measure of how quickly and accurately a command is issued
within a designated period using an input device. The ITR task mea-
sures are the CCC% and ITR in bits per minute. To calculate the ITR,
we used Wolpaw’s formula,

ITR ¼ 1
T

log2N þ Plog2P þ ð1 − PÞlog2
1 − P
N − 1

! "
ð4Þ

in which T is the time interval to issue the requested command (TDS:
1.0, 0.7, and 0.5 s, and SnP: 1.2, 1.0, and 0.7 s), N is the number of com-
mands (TDS: 6 and SnP: 4), and P is the CCC% (55). Figure S2, B and
C, shows the ITR task graphical user interfaces for TDS and SnP, re-
spectively. Participants kept their tongues stationary in the resting po-
sition for a 1-s “waiting time” while the round cursor in the center of
the screen was red and the randomly requested command was also red.
When the cursor in the center turned green (visual cue), participants
were expected to issue the requested command as fast and as accurately
as possible by moving the tongue to the command’s predefined posi-
tion. Participants were able to correct their tongue positions during T
while receiving visual feedback on the selected command, toward
which the cursor started moving. At the end of the allowed interval,
the cursor turned yellow and participants were expected to return
the tongue to the resting position in preparation for the next attempt.
If the tongue moved during the waiting period, an alarm sounded and
invalidated that attempt. A total of 20 commands were issued in each
round for the able-bodied participants with TDS. For the participants
with tetraplegia, 18 and 12 commands were issued with TDS and SnP,
respectively.

Maze navigation task
Participants were instructed to use four directional commands (left, right,
up, and down) to move the mouse cursor as fast and accurately as pos-
sible on a maze consisting of 12 narrowing segments (width: 38, 30,
23, and 15 pixels) for a total length of 1815 pixels. One of eight maze
patterns was randomly selected in each round (for example, fig. S2D).
The performance measures were the completion time from start to end
and the SoD from the track. SoD was calculated as the sum of all areas
between the actual trajectory of the cursor when it was out of the track
and the closest edge of the track divided by 1000 pixels2 (46).

Powered wheelchair driving task
Participants navigated a center-wheel drive powered wheelchair
(Quantum 6000, Pride Mobility) using TDS and SnP in latched-speed
driving mode through an obstacle course, the floor plan of which is
shown in fig. S3, A and B. Figure S3C shows a participant with tetraplegia
sitting in a powered wheelchair and wearing a TDS headset. Figure S3D
depicts the graphical user interface running on an iPhone that was mounted
below the powered wheelchair display, above the right armrest, in front of
the user. This graphical user interface informs the TDS user about any
issued command as well as the status of the linear speed and rotation
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control vectors (44). A head-operated mechanical switch was mounted
on the headrest to shut down the powered wheelchair in case of an
emergency. As a safety measure, an operator, holding an emergency stop
switch, walked next to the powered wheelchair. There were five linear speed
levels: forward-1 (0.95 km/hour), forward-2 (1.25 km/hour), forward-3
(1.6 km/hour), stop (0 km/hour), and backward (−0.95 km/hour). Issu-
ing the forward or backward commands changed the linear speed vector
from one level to the next. When the powered wheelchair speed was
latched “on,” participants could continue driving the powered wheelchair
even if the tongue returned to the resting position, or they could steer the
powered wheelchair by issuing left or right commands. The speed of ro-
tation was constant at 27°/s. The researcher recorded completion times
and the number of navigation errors, which included collisions with ob-
stacles as well as powered wheelchair wheels moving out of track.When an
alarm sounded at a random time during each round, userswere instructed
to stop the poweredwheelchair immediately by pressing the head-activated
emergency stop. This time was also included in the completion time.

Able-bodied participants drove the powered wheelchair using only
the TDS, whereas the participants with tetraplegia used both the TDS
and SnP. Able-bodied participants operated the powered wheelchair
with a laptop placed on a lap tray in front of them (46). While driving,
the laptop lid was closed in order not to block the user’s field of view.
For participants with tetraplegia, the sensor signal processing algorithm
was running on an iPod (Apple), which was mounted on the armrest
(44). Therefore, participants could receive visual feedback from the
graphical user interface (fig. S3, C and D).

Human subjects
This study was conducted in three phases and at four locations. By the
end, 23 able-bodied volunteers (aged 18 to 32 years, mean age 23.5 ±
3.9 years; 15 females) and 11 volunteers with tetraplegia (aged 27 to
56 years, mean age 38.6 ± 9.8 years; 7 at Shepherd Center in Atlanta, 4
at the Rehabilitation Institute of Chicago; 2 females) completed the
study by participating for 5 ± 1 and 6 ± 2 consecutive weeks. All par-
ticipants provided written informed consent to procedures approved
by the Institutional Review Boards of record for Georgia Institute of
Technology and Shepherd Center in Atlanta, Northwestern University
Medical Center in Chicago, and the Rehabilitation Institute of Chicago.

In the first phase, 16 able-bodied volunteers, who had already been
wearing tongue jewelry for at least 3 months, were recruited. Two indi-
viduals did not complete this phase, because they were lost to follow-up.
Fourteen participants (aged 18 to 32 years, mean age 24.1 ± 3.9 years;
9 in Atlanta, 5 in Chicago; 10 females) completed five consecutive ses-
sions, each of which included both computer access and powered wheel-
chair navigation tasks. In phase 2, 24 able-bodied subjects who wished to
receive a tongue piercing and participate in the study were recruited.
Nine participants (aged 19 to 29 years, mean age 22.6 ± 4.0 years; 5
in Atlanta, 4 in Chicago; 5 females) completed the trials from the initial
TDS screening sessions, through the tongue-piercing procedure, the ex-
change for a magnetic tongue barbell to the end of the fifth session. Thir-
teen individuals dropped out soon after the tongue-piercing procedure.
Five expressed dissatisfaction with the location of the tongue-piercing
tract, two stated that the piercing tract closed because the barbell was lost,
two simply did not return after the tongue-piercing procedure, and three
were excluded during the initial screening because of a short anteriorly
placed tongue frenulum (ankyloglossia) limiting tongue motion for the
functions of the TDS. Two further individuals dropped out later during
this phase when they failed to show for scheduled visits. In the third

phase, 21 participants with tetraplegia were recruited, and 11 completed
the study. Two stated that they had lost interest in continuing the trial,
three had scheduling problems related to transportation and caregiver
issues, two were disqualified (one because of cognitive problems and the
other because of impaired tongue control related to cerebral palsy), one
had the barbell fall out after piercing, and two hadmedical issues unrelated
to the study. None of the participants reported any problems with the
magnetic barbell attracting metal eating implements in the mouth. This
is because the magnetic tracer was very small and separated from any
metal object in the mouth by 1 to 2 mm of titanium casing. Detailed in-
formation about the participants with disability who completed the
trial is summarized in table S5.

Statistical analysis
Outlier data points were eliminated when the points were outside the in-
terquartile range (56). Repeated-measures ANOVA was used to evaluate
the learning effects related to using various devices for computer access
and powered wheelchair navigation. Session-by-session effects were ana-
lyzed using least significant difference pairwise comparisons to interpret
the significance of changes. Data sets within each group were individually
tested, and factors with significant effect on the learning curve were ana-
lyzed. Analysis was done with IBM SPSS Statistics (v.21) software.

SUPPLEMENTARY MATERIALS

www.sciencetranslationalmedicine.org/cgi/content/full/5/213/213ra166/DC1
Materials and Methods
Fig. S1. The regression models for Fitts’ law: Movement time (MT) versus effective index of
difficulty (IDe).
Fig. S2. Graphical user interfaces for the computer access tasks.
Fig. S3. Experimental setup for driving a powered wheelchair through an obstacle course.
Table S1. Summary of the statistical analysis for center-out tapping and ITR tasks.
Table S2. Summary of the statistical analysis for maze navigation and electric-powered
wheelchair driving tasks.
Table S3. Comparison between throughputs of different pointing devices.
Table S4. Index of difficulty in center-out tapping task.
Table S5. Demographic and clinical information about participants with SCI.
Movie S1. Center-out tapping task.
Movie S2. ITR measurement task.
Movie S3. Maze navigation task.
Movie S4. Electric-powered wheelchair driving task.
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Abstracts

One-sentence summary: Individuals with severe spinal cord injury control a computer and powered wheelchair
using a wireless tongue-operated assistive technology called the Tongue Drive System.

Editor’s Summary:
Tying the Tongue to Motor Control

Voluntary tongue motion may help people with limited upper limb mobility, such as those with high-level spinal
cord injury, to access computers and to drive wheelchairs. The Tongue Drive System (TDS) is a wireless and wear-
able assistive technology that allows individuals with severe motor impairments to access their environments using
voluntary tongue motion. Kim et al. report on a new study of TDS efficacy in patients with severe spinal cord injury.
Two groups of able-bodied participants and a group of patients with spinal cord injury received a magnetic tongue
barbell. Participants used the TDS during five to six testing sessions. Comparisons between the TDS and the keypad
for the able-bodied groups and a sip-and-puff device (a traditional assistive technology) for those with tetraplegia
were based on widely accepted measures of speed and accuracy. A combination of TDS flexibility and inherent
human tongue abilities enabled individuals with severe motor impairments to access computers and drive wheel-
chairs more quickly but just as accurately as when using traditional assistive technologies.
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Materials and Methods 
Tongue Drive System Hardware 

The Tongue Drive System (TDS) consisted of an external TDS (eTDS) headset, a USB 

transceiver dongle, and an electric-powered wheelchair -smartphone interface. Trials also 

included a PC laptop, a 22” LCD monitor, a smartphone (iPhone/iPod), and an electric-powered 

wheelchair. The eTDS headset consisted of  headgear with four 3-axial magneto-resistive sensors 

(HMC1043, Honeywell, Plymouth, MN), sensor signal conditioning circuitry, a system-on-chip 

microcontroller with a built-in 2.4 GHz RF transceiver (CC2510, Texas Instruments, Dallas TX), 

a surface-mount antenna, a pair of AAA rechargeable batteries (850 mAh each), and power 

management circuitry (57). Two magnetic sensors were held near the cheeks on each side by a 

gooseneck, allowing for adjusting sensors’ positions for each individual (Fig. 1A). The eTDS 

headset wirelessly transmitted the sensor data to the PC or smartphone via a USB transceiver 

dongle or the electric-powered wheelchair-smartphone interface, which contained similar 

transceiver modules. PC/smartphone ran the SSP algorithm on the raw data to extract the 

participants’ commands based on their individual predefined TDS tongue command positions 

(41, 58). The electric-powered wheelchair-smartphone interface had additional electric-powered 

wheelchair control circuitry that controlled the electric-powered wheelchair motion based on the 

participants’ commands through linear and rotational vectors that were applied to the electric-

powered wheelchair control module via a 9-pin D-type connector (44).    

Sensor Signal Processing (SSP) Algorithm 

As the first step, the TDS needs to be calibrated to eliminate the external electromagnetic 

interference (EMI), such as the earth’s magnetic field (58). TDS tongue positions associated with 



up to six independent commands (Left, Right, Up, Down, Single- and Double-Click) plus the 

tongue resting position, as the neutral command, were then defined by the participants by 

training the SSP algorithm. This involved issuing 70 randomly selected commands (10 times 

each) following audiovisual cues on the PC and collecting magnetic sensor data to construct a 

virtual 3D feature space for principal component analysis (PCA) among several other 

classification techniques (41, 58). In the TDS prototype used in this study, calibration and 

training steps needed to be conducted on the PC. Calibration and training results were then 

wirelessly transferred to the smartphone for the electric-powered wheelchair navigation sessions 

(44). The current TDS software has the ability to calibrate and train the TDS directly on the 

smartphone. 

  



 

 

Fig. S1. The regression models for Fitts’ law: Movement time (MT) versus effective index of 

difficulty (IDe). The regression models for: (A) Able-bodied participants using mouse (1st 

session), keypad, and TDS in the 5th session, (B) Participants with tetraplegia using the TDS and 

SnP in the 6th session. 

  



 

 

Fig. S2. Graphical user interfaces for the computer access tasks. (A) Floor plan of the obstacle 

course. (B) The obstacle course installed in a basketball court at the Shepherd Center. (C) 

Average completion time. (D) Average number of navigation errors. Error bars represent 

standard error of the mean (SEM). 

 

 

 

 



 

Fig. S3. Experimental setup for driving a powered wheelchair through an obstacle course. (A) 

Floor plan of the obstacle course. (B) The obstacle course installed in a basketball court at the 

Shepherd Center. (C) One of the participants with tetraplegia wearing the TDS headset to drive 

the electric-powered wheelchair through the obstacle course. (D) A custom-designed iPhone app 

providing subjects with visual feedback about the selected command and control vectors (linear 

and angular speed).   

 

 

 

 

 

 

 

 



Table S1. Summary of the statistical analysis for center-out tapping and ITR tasks. 

    Throughput (b/s) Error Rate (%)  Movement Time (s) 
    ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6  ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 

Ce
nt

er
-O

ut
 T

ap
pi

ng
 A 

Keypad 
Di f f . 0.38 0.13 0.14 0.07  -1.08 -2.48 -0.75 -1.01   -0.16 -0.01 -0.03 -0.02  

P <0.001 0.007 0.004 0.116  0.025 0.002 0.503 0.116   <0.001 0.271 0.028 0.063  
 F = 61.26, P < 0.001, ηp

2 = 0.47 F = 34.34, P < 0.001, ηp
2 = 0.34  F = 31.50, P < 0.001, ηp

2 = 0.32 

TDS 
Di f f . 0.30 0.19 0.05 0.09   -8.09 -5.92 -0.42 -2.05   -0.32 -0.18 -0.05 -0.02  

P <0.001 <0.001 0.222 0.011  <0.001 <0.001 0.748 0.127   <0.001 <0.001 0.177 0.443  
 F = 87.09, P < 0.001, ηp

2 = 0.56 F = 17.59, P < 0.001, ηp
2 = 0.21  F = 36.08, P < 0.001, ηp

2 = 0.35 

T 

TDS 
Di f f . 0.18 0.06 0.12 0.06 0.01 -10.51 -7.39 -5.49 -0.38 0.57  -0.82 -0.06 -0.31 -0.06 0.01 

P 0.010 0.410 0.147 0.441 0.951 0.133 0.278 0.220 0.929 0.908  0.037 0.874 0.317 0.770 0.973 
 F = 8.60, P < 0.001, ηp

2 = 0.21 F = 5.68, P < 0.001, ηp
2 = 0.15  F = 5.17, P < 0.001, ηp

2 = 0.14 

SnP 
Di f f . 0.09 0.06 0.05 0.01 -0.01 -10.61 -8.33 -3.03 -1.89 -3.03  -0.34 -0.33 -0.11 -0.05 0.15 

P 0.010 0.121 0.201 0.837 0.858 0.029 0.071 0.418 0.236 0.211  0.024 0.037 0.463 0.749 0.343 
 F = 10.54, P < 0.001, ηp

2 = 0.25 F = 11.22, P < 0.001, ηp
2 = 0.26  F = 7.66, P < 0.001, ηp

2 = 0.19 
         
     T=1.0 s (TDS) / T=1.2 s (SnP) T=0.7 s (TDS) / T=1.0 s (SnP)  T=0.5 s (TDS) / T=0.7 s (SnP) 
     ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6  ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 

In
fo

rm
at

io
n 

Tr
an

sf
er

 R
at

e CC
C%

 

A TDS 
Di f f . 4.64 0.19 -0.96 0.15    4.5 -0.48 0.64 -0.44    4.09 -1.62 1.61 0.87  

P 0.002 0.456 1.000 0.909  0.006 0.650 0.514 0.680   0.021 0.255 0.406 0.514  
 F = 4.19, P = 0.003, ηp

2 = 0.14 F = 5.30, P = 0.001, ηp
2 = 0.17  F = 2.51, P = 0.046, ηp

2 = 0.09 

T 

TDS 
Di f f . 9.58 -1.18 4.21 7.41 -2.15  2.26 0.84 3.8 2.76 2.76  3.39 -1.54 -0.03 7.26 -0.47 

P <0.001 0.468 0.009 0.002 0.205 0.176 0.710 0.217 0.078 0.396 
 

0.748 0.234 0.150 0.067 0.641 
 F = 22.12, P < 0.001, ηp

2 = 0.43 F = 6.55, P < 0.001, ηp
2 = 0.184  F = 3.41, P = 0.006, ηp

2 = 0.11 

SnP 
Di f f . 4.17 9.39 6.82 2.68 -2.93  6.94 10.83 6.74 -1.19 -7.4  14.72 -0.08 9.6 0.76 -1.52 

P 0.307 0.006 0.177 0.236 0.439 0.197 0.004 0.215 0.416 0.501 
 

<0.001 0.468 0.009 0.002 0.205 
 F = 11.16, P < 0.001, ηp

2 = 0.28 F = 11.85, P < 0.001, ηp
2 = 0.29  F = 10.98, P < 0.001, ηp

2 = 0.28 

IT
R 

(b
/m

) 

A TDS 
Di f f . 17.84 -2.35 0.02 0.23    22.19 -2.71 3.87 -2.34    31.61 -12.62 10.14 5.95   

P 0.003 0.582 0.997 0.963  0.024 0.671 0.511 0.713   0.021 0.297 0.443 0.540  
 F = 4.28, P = 0.003, ηp

2 = 0.14 F = 3.81, P = 0.006, ηp
2 = 0.13  F=2.54, P = 0.046, ηp

2 = 0.09 

T 

TDS 
Di f f . 33.28 -3.64 15.51 21.34 -7.98  33.28 -3.64 15.51 21.34 -7.98  22.54 -9.71 -1.88 44.95 -5.98 

P <0.001 0.482 0.015 0.005 0.315 0.074 0.791 0.249 0.091 0.371 
 

0.585 0.287 0.207 0.010 0.481 
 F = 26.00, P < 0.001, ηp

2 = 0.47 F = 7.62, P < 0.001, ηp
2 = 0.21  F = 4.63, P = 0.001, ηp

2 = 0.14 

SnP 
Di f f . 2.13 12.05 10.84 1.85 -2.51  11.3 14.8 8.34 -3.11 -2.14  16.29 -3.13 21.59 -6.98 2.83 

P 0.672 0.025 0.089 0.536 0.771 0.031 0.011 0.260 0.421 0.718 
 

0.003 0.930 0.009 0.157 0.280 
 F = 8.69, P < 0.001, ηp

2 = 0.23 F = 10.04, P < 0.001, ηp
2 = 0.26  F = 7.36, P < 0.001, ηp

2 = 0.20 

 

 

 

 

 

 

 

 



Table S2. Summary of the statistical analysis for maze navigation and electric-powered wheelchair 

driving tasks. 

    Completion Time  Sum of Deviation 
    ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6  ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 

M
az

e 
N

av
ig

at
io

n A 

Keypad 
Di f f . -3.86 -1.21 -0.54 -0.59   -1.48 -0.45 0.22 -0.23  

P <0.001 <0.001 0.049 0.013   0.003 0.012 0.166 0.122  
 F = 65.39, P < 0.001, ηp

2 = 0.49  F =13.18, P < 0.001, ηp
2 = 0.16 

TDS 
Di f f . -7.79 -0.85 -1.63 -0.69   -10.89 -1.01 -0.19 -2.29  

P <0.001 0.351 0.044 0.085   <0.001 0.303 0.827 0.021  
 F = 48.25, P < 0.001, ηp

2=0.42  F = 30.29, P < 0.001, ηp
2 = 0.31 

T 

TDS 
Di f f . -4.31 -2.96 -1.52 -1.20 -2.37  -8.42 -4.00 -3.99 -2.34 -2.02 

P 0.023 0.038 0.290 0.481 0.030  0.005 0.136 0.034 0.204 0.150 
 F = 16.05, P < 0.001, ηp

2 = 0.33  F = 20.78 P < 0.001, ηp
2 = 0.39 

SnP 
Di f f . -11.78 -3.62 -2.48 -1.20 1.13  -8.61 -5.05 -1.59 -0.68 -0.68 

P 0.006 0.090 0.151 0.501 0.421  0.015 0.120 0.447 0.747 0.657 
 F = 10.67, P < 0.001, ηp

2 = 0.25  F = 10.44, p < 0.001, ηp
2=0.25 

       
    Completion Time  Num of Navigation Errors 
    ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6  ∆1-2 ∆2-3 ∆3-4 ∆4-5 ∆5-6 

El
ec

tri
c-

po
w

er
ed

  
w

he
el

ch
ai

r d
riv

in
g A TDS 

Di f f . -43.31 -7.46 -4.72 -6.70   -1.94 -0.30 -0.79 -0.23  
P <0.001 0.205 0.352 0.265   0.001 0.439 0.021 0.514  
 F = 21.61, P < 0.001, ηp

2 = 0.25  F = 15.86, P < 0.001, ηp
2=0.20 

T 

TDS 
Di f f . -2.75 -51.99 0.06 -8.94 -9.70  -2.80 -1.53 -0.67 -1.83 -0.97 

P 0.877 <0.001 0.994 0.210 0.030  0.051 0.079 0.362 0.024 0.058 
 F = 16.72, P < 0.001, ηp

2 = 0.37  F = 18.12, P < 0.001, ηp
2 = 0.39 

SnP 
Di f f . -21.29 -22.61 -5.42 6.63 -14.51  -1.07 0.57 -1.57 0.63 -0.40 

P 0.031 0.032 0.413 0.312 0.010  0.074 0.308 0.040 0.178 0.372 
 F = 10.54, P < 0.001, ηp

2 = 0.27  F = 3.63, P = 0.010, ηp
2 = 0.11 

 

Table S3. Comparison between throughputs of different pointing devices. 

Devices Throughput (b/s) Relative 
Throughput* 

Relative 
Throughput† 

Wii Remote (51) 2.59   

Classic Controller (51) 1.48   

Mouse (51, 18) 3.78 - 5.11   

Head orientation (18) 1.02 ± 0.42   

EMG Commands (18) 0.84 ± 0.40   

Mouse (Able-Body) 3.66 ± 0.59 1.00 1.54 

Keypad (Able-Body) 2.38± 0.61 0.65 1.00 

TDS (Able-Body) 1.52 ± 0.37 0.42 0.64 

TDS (SCI) 0.77 ± 0.41 0.21 0.32 

SnP (SCI) 0.51 ± 0.18 0.14 0.21 

*Throughput compared to that of mouse, †Throughput compared to that of keypad 

 



 

Table S4. Index of difficulty in center-out tapping task. 

Pixels D1 D2 D3 
61 122 244 

W1 30 1.6 2.34 3.19 
W2 61  1.58 2.32 
W3 122   1.58 
 

 

 

 

 

 

 

Table S5. Demographic and clinical information about participants with SCI. 

ID Rehab 
Center sex age 

(years) 
SCI 

Level 
Post Injury 
(months) 

AT for Computer 
access 

AT for electric-
powered wheelchair 

navigation 
QU1 SHC M 37 C4 41 Head motion SnP 
QU2 SHC M 53 C5-6 57 None Joystick (SnP) 
QU3 SHC M 34 C4-5 129 Speech recognition SnP 
QU4 SHC M 47 C3-4 249 Mouth stick SnP 
QU5 SHC M 27 C5 76 None SnP 
QU6 SHC F 56 C5 171 None SnP 
QU7 SHC M 29 C2-3 41 None SnP 
QU8 RIC F 34 C4-5 149 Hand Control Joystick 
QU9 RIC M 37 C5-6 236 Hand Control Joystick 
QU10 RIC M 29 C6 155 Hand Control Joystick 
QU11 RIC M 42 C5-6 297 Hand Control Joystick 
SHC: Shepherd Center, Atlanta GA         RIC: Rehabilitation Institute of Chicago, IL 
 

 

 

 

 

 

 

 

 

 

 



 

Video S1. Center-out (CO) tapping task. Targets were randomly selected from a total of 48 blue 

circles in 3 different sizes and distances from the center of the screen. Participants controlled the 

mouse cursor by issuing TDS commands to reach and click as close to the center of the targets as 

they could. Participants were asked to complete the task as quickly and as accurately as possible.  

 

Video S2. Information Transfer Rate (ITR) measurement task. Participants issued one out of six 

(for TDS) or four (for SnP) possible commands that were randomly cued (turned red) on the 

screen within designated time intervals (TDS: 1.0s, 0.7s, and 0.5s, and SnP: 1.2s, 1.0s, 0.7s). 

Participants were asked to issue the command after the light in the center turned green. 

 

Video S3. Maze navigation task. Participants issued four directional commands (Left, Right, Up, 

and Down) to move the mouse cursor as fast and accurately as possible over an on-screen maze 

from starting point to the end circle. 

 

Video S4. Electric-powered wheelchair driving task. One of the participants with tetraplegia (due 

to SCI at level C4) drives a wheelchair through an obstacle course with TDS and SnP, utilizing 

the latched control strategy. Participants were asked to drive through the obstacle course as 

quickly and accurately as possible. 


